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behaving in a confrontational manner 
that disrupts the testing process; ad-
mitting to the collector that he or she 
adulterated, diluted, or adulterated the 
specimen; is found to have a device, 
such as a prosthetic appliance, the pur-
pose of which is to interfere with pro-
viding an actual urine specimen; or 
leaving the collection site before all of 
the collection procedures are com-
pleted), it will be considered a refusal 
to test, and sanctions for subverting 
the testing process will be imposed 
under § 26.75(b). If the donor refuses to 
cooperate in the collection procedures, 
the collector shall inform FFD pro-
gram management to obtain guidance 
on the actions to be taken. 

(d) In order to promote the security 
of specimens, avoid distraction of the 
collector, and ensure against any con-
fusion in the identification of speci-
mens, a collector shall conduct only 
one collection procedure at any given 
time. For this purpose, a urine collec-
tion procedure is complete when the 
urine specimen container has been 
sealed and initialed, the chain-of-cus-
tody form has been executed, and the 
donor has departed the collection site. 

§ 26.91 Acceptable devices for con-
ducting initial and confirmatory 
tests for alcohol and methods of 
use. 

(a) Acceptable alcohol screening de-
vices. Alcohol screening devices (ASDs), 
including devices that test specimens 
of oral fluids or breath, must be ap-
proved by the National Highway Traf-
fic Safety Administration (NHTSA) 
and listed in the most current version 
of NHTSA’s Conforming Products List 
(CPL) for such devices. An ASD that is 
listed in the NHTSA CPL may be used 
only for initial tests for alcohol, and 
may not be used for confirmatory 
tests. 

(b) Acceptable evidential breath testing 
devices. Evidential breath testing de-
vices listed in the NHTSA CPL for evi-
dential devices that meet the require-
ments of paragraph (c) of this section 
must be used to conduct confirmatory 
alcohol tests, and may be used to con-
duct initial alcohol tests. Note that, 
among the devices listed in the CPL for 
EBTs, only those devices listed without 
an asterisk (*) may be used for con-

firmatory alcohol testing under this 
subpart. 

(c) EBT capabilities. An EBT that is 
listed in the NHTSA CPL for evidential 
devices that has the following capabili-
ties may be used for conducting initial 
alcohol tests and must be used for con-
firmatory alcohol tests under this sub-
part: 

(1) Provides a printed result of each 
breath test; 

(2) Assigns a unique number to each 
completed test, which the collector and 
donor can read before each test and 
which is printed on each copy of the 
test result; 

(3) Prints, on each copy of the test 
result, the manufacturer’s name for 
the device, its serial number, and the 
time of the test; 

(4) Distinguishes alcohol from ace-
tone at the 0.02 alcohol concentration 
level; 

(5) Tests an air blank; and 
(6) Permits performance of an exter-

nal calibration check. 
(d) Quality assurance and quality con-

trol of ASDs. (1) Licensees and other en-
tities shall implement the most recent 
version of the quality assurance plan 
submitted to NHTSA for any ASD that 
is used for initial alcohol testing. 

(2) Licensees and other entities may 
not use an ASD that fails the specified 
quality control checks or that has 
passed its expiration date. 

(3) For ASDs that test breath speci-
mens and meet EBT requirements for 
confirmatory testing, licensees and 
other entities shall also follow the de-
vice use and care requirements speci-
fied in paragraph (e) of this section. 

(e) Quality assurance and quality con-
trol of EBTs. (1) Licensees and other en-
tities shall implement the most recent 
version of the manufacturer’s instruc-
tions for the use and care of the EBT 
consistently with the quality assur-
ance plan submitted to NHTSA for the 
EBT, including performing external 
calibration checks no less frequently 
than at the intervals specified in the 
manufacturer’s instructions. 

(2) When conducting external calibra-
tion checks, licensees and other enti-
ties shall use only calibration devices 
appearing on NHTSA’s CPL for ‘‘Cali-
brating Units for Breath Alcohol 
Tests.’’ 
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(3) If an EBT fails an external check 
of calibration, the licensee or other en-
tity shall take the EBT out of service. 
The EBT may not be used again for al-
cohol testing under this subpart until 
it is repaired and passes an external 
calibration check. 

(4) In order to ensure that confirmed 
positive alcohol test results are derived 
from an EBT that is calibrated, the li-
censee or other entity shall implement 
one of the following procedures: 

(i) If an EBT fails any external check 
of calibration, cancel every confirmed 
positive test result that was obtained 
using the EBT from any tests that were 
conducted after the EBT passed the 
last external calibration check; or 

(ii) After every confirmed positive 
test result obtained from using an 
EBT, conduct an external check of 
calibration of the EBT in the presence 
of the donor. If the EBT fails the exter-
nal calibration check, cancel the do-
nor’s test result and conduct another 
initial and confirmatory test on a dif-
ferent EBT as soon as practicable. 

(5) Inspection, maintenance, and cali-
bration of the EBT must be performed 
by its manufacturer or a maintenance 
representative or other individual who 
is certified either by the manufacturer 
or by a State health agency or other 
appropriate State agency. 

§ 26.93 Preparing for alcohol testing. 

(a) Immediately before collecting a 
specimen for alcohol testing, the col-
lector shall— 

(1) Ask the donor whether he or she, 
in the past 15 minutes, has had any-
thing to eat or drink, belched, or put 
anything into his or her mouth (includ-
ing, but not limited to, a cigarette, 
breath mint, or chewing gum), and in-
struct the donor that he or she should 
avoid these activities during the col-
lection process; 

(2) If the donor states that he or she 
has not engaged in the activities listed 
in paragraph (a)(1) of this section, alco-
hol testing may proceed; 

(3) If the donor states that he or she 
has engaged in any of the activities 
listed in paragraph (a)(1) of this sec-
tion, inform the donor that a 15-minute 
waiting period is necessary to prevent 
an accumulation of mouth alcohol 

from leading to an artificially high 
reading; 

(4) Explain that it is to the donor’s 
benefit to avoid the activities listed in 
paragraph (a)(1) of this section during 
the collection process; 

(5) Explain that the initial and con-
firmatory tests, if a confirmatory test 
is necessary, will be conducted at the 
end of the waiting period, even if the 
donor has not followed the instruc-
tions; and 

(6) Document that the instructions 
were communicated to the donor. 

(b) With the exception of the 15- 
minute waiting period, if necessary, 
the collector shall begin for-cause alco-
hol and/or drug testing as soon as rea-
sonably practical after the decision is 
made that for-cause testing is required. 
When for-cause alcohol testing is re-
quired, alcohol testing may not be de-
layed by collecting a specimen for drug 
testing. 

§ 26.95 Conducting an initial test for 
alcohol using a breath specimen. 

(a) The collector shall perform the 
initial breath test as soon as practical 
after the donor indicates that he or she 
has not engaged in the activities listed 
in § 26.93(a)(1) or after the 15-minute 
waiting period has elapsed, if required. 

(b) To perform the initial test, the 
collector shall— 

(1) Select, or allow the donor to se-
lect, an individually wrapped or sealed 
mouthpiece from the testing materials; 

(2) Open the individually wrapped or 
sealed mouthpiece in view of the donor 
and insert it into the device as required 
by the manufacturer’s instructions; 

(3) Instruct the donor to blow stead-
ily and forcefully into the mouthpiece 
for at least 6 seconds or until the de-
vice indicates that an adequate amount 
of breath has been obtained; 

(4) Show the donor the displayed or 
printed test result; and 

(5) Ensure that the test result record 
can be associated with the donor and is 
maintained secure. 

(c) Unless problems in administering 
the breath test require an additional 
collection, only one breath specimen 
may be collected for the initial test. If 
an additional collection(s) is required, 
the collector shall rely on the test re-
sult from the first successful collection 

VerDate Mar<15>2010 12:58 Mar 14, 2011 Jkt 223030 PO 00000 Frm 00516 Fmt 8010 Sfmt 8010 Y:\SGML\223030.XXX 223030W
R

ei
er

-A
vi

le
s 

on
 D

S
K

G
B

LS
3C

1P
R

O
D

 w
ith

 C
F

R


		Superintendent of Documents
	2014-08-12T08:15:00-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




